Abstract: PURPOSE: To obtain an accurate CAD/CAM metal framework over 6 implants using a Chairside Intraoral Scanner based on the principle of active (optical) wavefront sampling. MATERIAL AND METHODS: Six prototype cylindrical scan bodies screwed in the implants were used to obtain an intraoral digital impression. A conventional resin tooth try-in was fabricated and digitized with an extraoral scanner, and this dataset was merged to the digital data obtained from the intraoral impression to calculate the best framework design with advanced CAD software. The framework was fabricated with a 5-axis computer numerical control milling unit. Three clinical tests (saliva intrusion, Sheffield test, and screw resistance test) were performed to assess the fit of the framework. RESULTS: Under 3 clinical tests, an accurate fit was observed. CONCLUSION: The case presented in this report proposes a new clinical protocol for obtaining accurate digital impressions of multiple implants. Purpose: To test clinically the possibility to obtain an accurate CAD/CAM implant framework over 6 implants
Implantology has demonstrated to be an effective solution in the treatment of edentulous patients 1 The evidence have shown excellent success as well as subsequent improvement in the quality of life for the patients. 2, 3 The implant-bone interface is not resilient, therefore the stress by the absence of a correct fit for implant supported dental prostheses does not dissipate over time due to the ankylotic nature of osseointegration. That confirms the need of an accurate connection between the implant and the prosthesis. 4 In addition, scientific literature has used the term "passive fit" like a total lack of tension between the implant and the framework. Although this basic definition is very under stable, a more concrete or specific aspect of this "passive fit" seems to be difficult issue of agreement between the different authors [5] [6] [7] [8] [9] [10] [11] [12] A prosthesis misfit can result in mechanical and biological complications. [6] [7] It is believed that biological complications such as loss of osseointegration and marginal bone may arise from a non accurate fitting prosthesis. 2-3-4 Nevertheless there is no consensus on the real reason for marginal bone loss around the implants. 2 Some authors claim that the main cause for marginal bone loss is periimplantitis 8, 9 whereas others attribute it to adverse loading. 10 It has been shown that stressed introduced by misfit was comparable to that related occlusal forces; therefore, framework-implant misfit should be carefully considered to ensure the reliability of the prosthetic system.
Screw loosening, fracture of the prosthesis or implant components and occlusal inaccuracy, have been reported as mechanical complications.
2-3-11-12
Achieving an absolute passive fit has been reported to be practically impossible. 13, 14, 15 Nevertheless, it is still universally accepted that the prosthesis misfit should be minimized.
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Because of the many steps involved in constructing implant prosthesis, errors seem to be unavoidable. As the first step in the fabrication of the implant superstructure, a reliable impression transfer procedure is vital to avoid subsequent correction. 3 Several implant impression studies have reported that working casts fail to exactly replicate the original situation. 16, 17 The introduction of computer-aided design/Computer aided manufacturing (CAD/CAM) technology in dentistry has resulted in a more accurate manufacturing of prosthetic frameworks, greater accuracy of dental restorations and implant supported prosthesis in particular 18 .
Ortorp and Jemt demonstrated improvement of the accuracy and precision of fit with CAM frames over conventional wax casting techniques. Nevertheless, these techniques are based on scanning procedures of a cast that was produced after conventional impression taking. [19] [20] Digital impressions have turned up with to avoid the problems arisen from the conventional impressions. There is a very scarce knowledge about the accuracy, behavior and potential of the intraoral scanners systems.
The aim of this study therefore was to evaluate clinically for the first time, the possibility to obtain an accurate CAD/CAM implant framework over 6 implants using experimental prototype scan bodies and a Chairside
Intraoral Scanner based on the principle of active (optical) wavefront sampling.
MATERIALS AND METHODS.
A 64-year-old completely edentulous male patient without any remarkable medical aspect was treated with dental implants.
Six implants Exfeel External (Megagen Implant Co., Ltd Korea) were place with a flap surgery and an immediate loading hybrid resin prosthesis was made the same day as a temporary restoration.
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Two and a half months later the restoration was removed (Fig. 1) . Six abutments (8 mm high and had a diameter of 4mm) milled from polyether ether Ketone (PEEK) were used as scanning abutments. (Fig. 2 ) These abutments were specially designed using Createch (Createch Medical SL, Mendaro, Spain).
Digital impression
The Lava TM C.O.S is an intraoral scanner based on the principle of active (optical) . (Fig. 3) Provided this case required the maximum accuracy the scan was done according to a specific 3M High Accuracy scanning protocol in which the scanner was manually calibrated at the before and after scanning the patient.
Titanium dioxide powder was applied over gingiva and rest of the jaw as suggested by the manufacturer except for the abutments that the powder applied was minimal in order to achieve as much accuracy as possible. A full arch lower scan was completed and the data was sent to 3M ESPE. (Fig. 4) 
Data processing
From the intraoral scanning procedure, a stereolithographic (STL) file containing the information of the 3D location of the implants as well as the shape of the soft tissue was achieved.
The data obtained from the Lava COS was enhanced and calibrated by 3M ESPE and Createch Medical in order to achieve its maximum accuracy using the manual calibration done at the digital impression moment.
Design and milling process of the structure 7
The STL file was received by the CAD/CAM center Createch Medical (Createch SL, Mendaro, Spain) where it was imported with a CAD software to proceed with the restoration and model design.
Model manufacturing
Once the design of the digital model was finished, (Fig. 5 ) the STL data was sent for manufacturing by means of Rapid Prototyping containing conventional replicas in it. (Fig. 6) 
Teeth try in
From the SLA model a resin teeth try-in was made and assessed in the practice. Subsequently the resin teeth were digitized obtaining an STL file of the final shape of the restoration.
The STL file of the teeth was transferred through the internet to the CAD/CAM center (Createch Medical SL, Mendaro, Spain). There the file was imported and connected digitally to the intraoral scanner STL file. From that overlap of the digital data the most convenient design for the titanium structure to support the acrylic was calculated, designed and fabricated. (Fig. 7) Grade 5 Extra Low Interstitial (ELI) titanium was chosen as the material for the structure and milled with a 5 axis CNC milling machine.
Structure try-in. Fit evaluation
In order to verify the fit, the implant-supported structure was placed over the implants and an alternate finger pressured was applied. Neither rocking, nor saliva movements in the supragingival implants were detected visually or by tactile contact. A Sheffield test (one screw test) was carried out, and no movement was detected after placing the screw at the opposite place of the structure. A 60 microns explorer was used in order to examine the fit before and after placing the screw and no gap was detected. At last, all the screws were tested, following the screw resistance test explained in the literature, and not pressure was felt in the fingers while screwing any of them. 23 ( Fig. 8) 
Finishing the prosthesis
The prosthesis was finished following the conventional procedure and screwed in the implants. (Fig. 9) 
DISCUSSION
This case report describes a method that it is possible to take a multiple implant digital impression with the Lava TM COS and fabricate a CAD/CAM structure from it achieving optimal clinical result.
Digital Impressions
There has been a general skepticism within the specialists in optical scanners of the Industry about the intraoral scanners being able to achieve short-term the accuracy that is needed for this kind of treatment. This is because, as oppose to extraoral scanners, the Intraoral devices lack fix references. So they work overlapping the photos that they capture. Every overlap has an inherent error. Thus, the more distance and the more overlaps are made the bigger the error would be. That would explain why the accuracy results for single crowns are easy to achieve while full arch implant impression constitute a much bigger challenge.
When taking a digital impression for a multiple implant-supported prosthesis, the steps, displacements and factors affecting the accuracy of the master cast are reduced substantially. The impression procedure becomes significantly more comfortable for the patient and the dentist, less time consuming, and more predictable. It is possible to stop in the middle of the procedure if needed and keep going just drying and powdering again the surface. Besides, the impression can be kept in the system, to be used again if required, without taking up extra room.
Scarce data is published regarding digital devices accuracy. The studies published at the moment compare single crowns for teeth, made from a conventional impression or using an intraoral device finding better results for the digital process in fit and contact points.
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Current prosthetic workflow
It has been widely argued that the current clinical and laboratory procedures employed for framework fabrication are inadequate to provide passive fit for implant-supported structures. 17, 26, 27, 28, 29 Implant location, depth, connection type and angulation, Impression technique and material, dimensional stability of the casting material selected to fabricate de model, splinting technique and material, constitute factors affecting the accuracy of the impression and the master model. 5, 6, 30, 3132 Four kinds of displacement of implant components can be introduced when making a definitive cast. The first is the displacement of each impression coping on the mating surface of each abutment across the machining tolerance range. The second is the displacement of each impression coping resulting from the impression technique or the material used. The third is the displacement of abutment replicas on fitting surface of each impression coping in the impression tray within the range of machining tolerance. The fourth is the displacement of each analogue in the definitive cast because of the dimensional change of the dental stone. 30 The accuracy and biomechanical behavior of the resultant prosthesis may be compromised by, among others, accumulated errors in the laboratory procedure. 33 Cast frameworks are likely to suffer distortion, marginal misfit, and/or air entrapment.
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Assessing Clinically Implant Prosthesis Fit
The accuracy of the fit between a framework and implants is difficult to assess clinically. Various methods have been suggested in the literature but none have gained full acceptance as a precise standard test. 36 In this case report several methods have been used as recommended in the literature trying to be as objective as possible. 37 Finger pressure was used as an immediate method to check if there was any fulcrum o distortion. As most of the implant-prosthesis connections were juxta or supragingival it was possible to observe if saliva movements were taking place. As described in the literature, the visual inspection is highly dependent on the clinician, manual dexterity, etc a 60 microns explorer was used to analyze the fit. No horizontal discrepancies or gaps were detected in the structure. Also this was tested after applying the Sheffield test and again, no gap was felt.
A series of periapical Rx were done, but they were not perfectly parallel so they were discarded as an objective data to analyze the fit.
Also the resistance of the rest of the screws was tested, and the authors did not feel any resistance while screwing, which was found surprising.
CAD/CAM
In recent years, a variety of CAD/CAM systems and materials have been introduced in the field of restorative dentistry. It has been claimed that in addition to cost-effectiveness, the mayor advantage of a CAD/CAMfabricated restoration would be the passive fit of the framework. 38 , 39 In qualitative studies comparing CAD/CAM systems with conventional methods for framework fabrication with respect to accuracy or fit, or clinical performance, the authors claimed comparable or even better results for CAD/CAM techniques in general. 40 In some studies the authors express the opinion that the results were not more favorable for the CAD/CAM groups due to the inaccuracies of impression making and cast fabrications, and found the intraoral impression devices as a very promising approach. 41, 16 LEGENDS Fig.1 . Baseline of the prosthetic phase, two and a half months after the surgery. 
